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Horardous Materials CERTI FI CATE USA/ 0753/ S-96, REVI SION 1

Safety Administration

This certifies that the source described has been denonstrated to neet the
regul atory requirenents for special form radioactive material as prescribed
in the regulations of the International Atom c Energy Agency! and the United
States of Anmerica? for the transport of radioactive material.

1. Source ldentification - CIT-Alcatel capsule installed in Medtronics
Model 9000 Pacemaker, Serial Nos. 4R0518N, 4R0520N, 4R0097N, 2R00290,
4RO0162N, 4R0083N, 4R0174N, 4R0086N, 3R0060N, 4R0118N, 3R00184,
3R00192, 3R00173, 4R0171N, 3R0085N, 3R00201, 3R0151N, 3R0084N, and
3RO037N.

2. Source Description - Cylindrical double encapsul ation nmade of tantal um
(i nner encapsul ation) and platinumiridium (outer encapsulation). The
i nner encapsul ation is electron beam wel ded. The outer encapsul ation

is tungsten inert gas heliarc welded. Appr oxi mate capsule outer
dinmensions are 9.2 mMm (0.36 in.) in diameter and 9.6 mMm (0.38 in.) in
| engt h. Construction shall be in accordance with attached Figure
2.3-1.

3. Radi oactive Contents - No mnmore than 0.1073 TBg (2.9 C) of
Pl ut oni um 238. The Pu-238 is in the form of a plutonium scandi um
al | oy.

4, Speci al Conditions -

a. The CIT-Alcatel capsule and Medtronics pacemaker nust have no
known or suspected defects.

b. The Medtronics pacenaker nust have satisfactorily passed (<0.005
m crocurie detected) a leak test within the previous six nonths.

C. This certificate authorizes a one-tine transportation, for
di sposal purposes only.

1 "Regulations for the Safe Transport of Radioactive Material, 1996
Edition (Revised), No. TS-R-1  (ST-1, Revi sed) , " published by the
International Atom c Energy Agency(lAEA), Vienna, Austria.

2 Title 49, Code of Federal Regulations, Parts 100-199, United States of
Aneri ca.
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5. Quality Assurance - Records of Quality Assurance activities required
by Paragraph 310 of the | AEA regul ations® shall be naintained and nade
available to the authorized officials for at |least three years after
the last shipnent authorized by this certificate. Consignors in the
United States exporting shipments under this certificate shall satisfy
the applicable requirenents of Subpart H of 10 CFR 71.

6. Expiration Date - This certificate expires on June 30, 2010.

This certificate is issued in accordance w th paragraph 804 of the |AEA
Regul ations and Section 173.476 of Title 49 of the Code of Federal
Regul ations, in response to the June 19, 2008 petition by Los Al anos
Nat i onal Laboratory, Los Al anps, NM and in consideration of other
information on file in this Ofice.

Certified By:
% Jun 26 2008
Robert A. Richard ( DATE)

Deputy Associate Admi nistrator for Hazardous Materials Safety

Revision 1 - Issued to renew the expiration date and revi se pacemaker serial
nunber s.
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U.S. Department East Building, PHH-23

. 1200 New Jersey Avenue SE
of Transportation Washington, D.C. 20590
Pipeline and

Hazardous Materials
Safety Administration

CERTIFICATE NUMBER: USA/0753/S-96, Revision 1

ORIGINAL REGISTRANT(S):

Dusty L. Lowery

Group Leader

Los Alamos National Laboratory
A194

LANL

Los Alamos, NM 87545

Gilbert Torres

Deputy Group Leader

Los Alamos National Laboratory
A194

LANL

Los Alamos, NM 87545

Ms. Cristy Abeyta

Technical Staff Member, Environmental Scientist
Los Alamos National Laboratory

P.O. Box 1663, Mail Stop: J552

Los Alamos National Laboratory

Los Alamos, 87545

USA



